COMPARATIVE STUDY OF FRT-CHECK-1 (FERRI-Check®) RAPID
TEST PERFORMANCES USING PRE-ASSAYED SERUM AND
WHOLE BLOOD SAMPLES (DETERMINATION OF A MATRIX EFECT)

l. Purpose

This study was performed to determine FRT-CHECK-1 (FERRI-Check®) rapid test
performances using a panel of ferritin pre-assayed samples by reference methods (ROCHE
COBAS and BIOMERIEUX VIDAS) and to determine whether the matrix samples (blood or
serum) has an effect on test performances.

Il. Method
This study was performed on February 23™ 2017 (test lot 1) and on November 24" 2017 (test
lot 2) using material indicated in Table 1.

Components Lot
FRT-CHECK-1 Lot 1: 16120-7027
(FERRI-Check®) Lot 2: 170919-005

Lot 1: 20207-06

Diluent Lot 2: 28046-01
Ferritin pre-assayed serum 26026-01
panel 17027

Table 1 : Components

A panel of 100 ferritin pre-assayed serum samples has been tested using FRT-CHECK-1
(FERRI-Check®) qualitative rapid test.

At the same time, plasmas of negative ferritin whole blood samples have been removed after
centrifugation and replaced V/V by pre-assayed serums.

These samples have been tested using FRT-CHECK-1 (FERRI-Check®) qualitative test as
per the procedure indicated in Table 2.

Protocol
25 pL of serum or 50 pL of whole
Sample
blood
Diluent 150 uL
Reading time 10 minutes

Table 2: Assay protocol

Ill. Results
The results are indicated in Table 3.

. Ferritin Serum matrix Whole blood matrix
N° Sample [Sex Age Country|Method Anti- concentration| Visual .| Visual .
(years) coagulant (ng/mL) | resylt |Iterpretation| 2 o linterpretation
Negative [100| F 31 |France|VIDAS | EDTA 1.70 - <20 - <20
94| F 36 |France|VIDAS | EDTA 2.34 - <20 - <20
98| F 10 |France|VIDAS | EDTA 2.46 - <20 - <20
55| ns| ns |France|VIDAS| EDTA 3.73 - <20 - <20
93| F 35 |France|VIDAS | EDTA 5.23 - <20 - <20
87| M| 62 |France|VIDAS| EDTA 5.73 - <20 - <20
97| F 76 |France|VIDAS | EDTA 5.73 - <20 - <20
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9| F 51 |France|VIDAS | EDTA 5.86 - <20 - <20
95| F 10 |France|VIDAS | EDTA 6.73 - <20 - <20
99| F 65 |France|VIDAS | EDTA 6.73 - <20 - <20
88| F 65 |France|COBAS| EDTA 7.47 - <20 - <20
89| F 46 |France|VIDAS | EDTA 7.97 - <20 - <20
91| F 31 |France| VIDAS | EDTA 8.58 - <20 - <20
92| M| 76 |France|COBAS| EDTA 8.95 - <20 - <20
90| F 55 |France|VIDAS | EDTA 9.57 - <20 - <20
34| F 30 |France |COBAS| Heparin 10.0 - <20 - <20
42| F 26 |France|COBAS| Heparin 10.0 - <20 - <20
86| F | 0,8 |France|VIDAS | EDTA 11.17 - <20 - <20
40| F 21 |France |[COBAS| Heparin 14.0 - <20 - <20
33| F 64 |France |[COBAS| Heparin 15.0 - <20 - <20
36| F 90 |France|COBAS| Heparin 15.0 - <20 - <20
23| F 29 |France|COBAS| Citrate 16.0 - <20 - <20
81| F 36 |France |[COBAS| Citrate 16.0 - <20 - <20
54| ns | ns |France|VIDAS | Citrate 16.70 +/- >20 +/- >20
78| M 67 |France |[COBAS| Citrate 17.0 weak+ >20 weak+ >20
79| F 35 |France|COBAS| Citrate 17.0 - <20 - <20
44| F 39 |France|COBAS| Heparin 18.0 - <20 - <20
3| F 58 |France |[COBAS| Citrate 19.0 - <20 - <20
Weak |61]| F 42 |France|VIDAS | EDTA 20.13 + >20 >20
positive | 67| M | 39 |France|VIDAS| EDTA 20.13 + >20 >20
70| M| 74 |France|VIDAS| EDTA 20.25 + >20 +/- >20
57| M 62 |France|VIDAS | EDTA 21.47 weak+ >20 weak+ >20
15| M 76 |France |COBAS| Citrate 22.0 +/- >20 +/- >20
62| ns| ns |France|VIDAS| EDTA 22.33 +/- >20 +/- >20
77| M 39 |France|VIDAS | Citrate 22.82 + >20 + >20
26| F 6 |France|COBAS| Heparin 23.0 +/- >20 +/- >20
76| M 39 |France|VIDAS | Citrate 23.92 + >20 + >20
82| M 15 |France |COBAS| Citrate 24.0 + >20 + >20
64| M | 55 |France|VIDAS | EDTA 24 .17 + >20 weak+ >20
83| F 31 |France |[COBAS| Citrate 25.0 weak+ >20 +/- >20
74| M| 51 |France|VIDAS| EDTA 25.88 + >20 weak+ >20
60| M| 56 |France|VIDAS | EDTA 27.48 + >20 + >20
58| F 65 |France|VIDAS| EDTA 27.60 + >20 + >20
59| F 46 |France|VIDAS | EDTA 27.60 + >20 +/- >20
75| M 39 |France|VIDAS | Citrate 28.34 +2+ >20 + >20
65| F 53 |France|VIDAS | EDTA 28.58 + >20 + >20
85| F 55 |France|VIDAS | Citrate 29.0 weak+ >20 +/- >20
72| M 55 |France|VIDAS | EDTA 29.32 + >20 weak+ >20
73| F 56 |France|VIDAS | EDTA 29.44 + >20 + >20
68| M| 50 |France|VIDAS| EDTA 29.56 + >20 + >20
69| M| 74 |France|VIDAS | EDTA 30.67 + >20 weak+ >20
20| F 40 |France|COBAS| Citrate 31.0 + >20 +/- >20
63| F 80 |France|VIDAS | EDTA 31.04 + >20 + >20
80| F 51 |France |COBAS| Citrate 32.0 + >20 weak+ >20
66| F 81 |France|VIDAS | EDTA 32.51 + >20 + >20
56| F | 0,8 |France|VIDAS | EDTA 35.09 weak+ >20 weak+ >20
71| F 53 |France|VIDAS | EDTA 35.95 + >20 + >20
6| F 50 |France|COBAS| Citrate 36.0 +/- >20 +/- >20
51| F 40 |France |[COBAS| Heparin 37.0 + >20 +/- >20
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41| F 77 |France |[COBAS| Heparin 39.0 + >20 +/- >20
84| F 65 |France|COBAS| Citrate 39.0 weak+ >20 +/- >20
21| F 2 |France |[COBAS| Citrate 47.0 + >20 + >20
46| M 11 |France |COBAS| Heparin 48.0 +/- >20 +/- >20
32| M | 64 |France|COBAS| Heparin 49.0 + >20 +/- >20
17| M | 62 |France|COBAS| Citrate 52.0 + >20 2+ >20
4 | F 65 |France |COBAS| Citrate 64.0 + >20 2+ >20
48| M | 54 |France|COBAS| Heparin 64.0 + >20 + >20
11| F 47 |France |[COBAS| Citrate 67.0 + >20 + >20
27| M | 75 |France|COBAS| Heparin 69.0 + >20 + >20
18| F 46 |France|COBAS| Citrate 74.0 + >20 + >20
24| F | 0,8 |France|COBAS| Citrate 76.0 2+ >20 + >20
2| F 58 |France|COBAS| Citrate 86.0 + >20 + >20
9| F 42 |France |[COBAS| Citrate 93.0 2+ >20 2+ >20
16| F 8 |France|COBAS| Citrate 93.0 2+ >20 2+ >20
13| M | 45 |France|COBAS| Citrate 97.0 2+ >20 3+ >20
14| F 76 |France|COBAS| Citrate 106.0 + >20 2+ >20
37| F 62 |France|COBAS| Heparin 129.0 2+ >20 + >20
12| F 66 |France|COBAS| Citrate 130.0 2+ >20 2+ >20
38| M| 50 [France|COBAS| Heparin 132.0 + >20 + >20
29| M | 45 |France|COBAS| Heparin 135.0 + >20 2+ >20
;’;;Ci’t'i“v% 5| M| 63 |France|COBAS| Citrate 142.0 3+ >20 + >20
10| F 80 |[France |COBAS| Citrate 147.0 2+ >20 2+ >20
19| F 59 |France|COBAS| Citrate 156.0 2+ >20 2+ >20
39| F 56 |France|COBAS| Heparin 159.0 2+ >20 + >20
1| F 81 |France|COBAS| Citrate 170.0 3+ >20 2+ >20
49| F 56 |France |COBAS| Heparin 222.0 2+ >20 2+ >20
31| F 66 |France |COBAS| Heparin 228.0 2+ >20 3+ >20
35| M| 51 |France|COBAS| Heparin 233.0 2+ >20 3+ >20
52| M 39 |France |COBAS| Heparin 235.0 2+ >20 2+ >20
8| F 53 |France|COBAS| Citrate 242.0 3+ >20 2+ >20
45| F 56 |France |COBAS| Heparin 249.0 3+ >20 2+ >20
28| M | 52 |France|COBAS| Heparin 257.0 2+ >20 2+ >20
47| M 39 |France |[COBAS| Heparin 283.0 2+ >20 2+ >20
30| F | 42 |France|COBAS| Heparin 285.0 2+ >20 2+ >20
7 | M| 56 |France|COBAS| Citrate 295.0 3+ >20 3+ >20
43| M | 42 |France|COBAS| Heparin 303.0 3+ >20 3+ >20
25| M| 74 |France|COBAS| Citrate 338.0 2+ >20 2+ >20
50| F 28 |France |[COBAS| Heparin 338.0 2+ >20 2+ >20
22| M| 44 |France|COBAS| Citrate 422.0 3+ >20 3+ >20
53| M | 55 |France |COBAS| Heparin 468.0 3+ >20 2+ >20

ns : no specified

Table 3: Results obtained using a panel of Ferritin pre-assayed samples
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IV. Diagnostic specificity and sensitivity
The results are summarized in Table 4 (serum matrix) and Table 5 (whole blood matrix).

Reference panel

- + Total
FRT-CHECK-1 - 26 0 26
(FERRI-Check®) + 2 72 78
Serum matrix Total 28 72 100
Table 4: Results obtained with serum samples
Reference panel
- + Total
FRT-CHECK-1 - 26 0 26
(FERRI-Check®) + 2 72 78
Blood matrix Total 28 72 100

Table 5: Results obtained with whole blood samples

Diagnostic specificity: (26/28) x 100 = 92.86 %
Diagnostic sensitivity: (72/72) x 100 = 100 %

Overall correlation: (72+26)/100 x 100 = 98.0 %

V. Conclusion

This study shows that there is no difference of result interpretation between the results
obtained with sera samples and those obtained with whole blood samples. Therefore, there

is no matrix effect on FRT-CHECK-1 (FERRI-Check®) qualitative test.

The diagnostic specificity, the diagnostic sensitivity and the overall correlation of FRT-
CHECK-1 (FERRI-Check®) qualitative test are respectively of 92.86%, 100% et 98%
compared with reference methods and using serum or whole blood samples.

Raphaél DONATI
Technical Manager
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